[New methods for the automatic detection and differentiation of extrasystoles].
Two new methods for automatic detection of extrasystoles are proposed: according to the area described by T wave and changes in the projection of the cardiac EMF vector on different ECG leads when the localization of the excitation focus is changed. Telemetry at an ultrashort distance and a device preventing the recording of extrasystoles when patients move increase the authenticity of the findings in automatic detection of extrasystoles.